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Abstract: This work describes the implementation of a compact system allowing measurement
of blood flow velocity using laser Doppler velocimetry in situ. The compact setup uses an
optical fiber acting as an emitter and receptor of the signal. The signal is then recovered by a
photodiode and processed using a spectrum analyzer. The prototype was successfully tested to
measure microbead suspension and whole blood flow velocities in a fluidic chip. Fibers with
hemispherical lenses with three different radius of curvature were investigated. This simple yet
precise setup would enable the insertion of the fiber via a medical catheter to monitor blood flow
velocity in non superficial vessels where previous reported techniques cannot be implemented.
© 2019 Optical Society of America under the terms of the OSA Open Access Publishing Agreement
1. Introduction
Quantitative characterization of blood flow in vivo is of high interest in the medical community
for diagnosis, therapeutic planning and monitoring of vascular diseases. Important clinical
microcirculation parameters are blood flow (blood volume per time unit in vasculature) and
perfusion (blood volume per tissue volume per time unit). Both are related to blood flow velocity
through blood vessels. Several techniques have been implemented to address measurement of
blood flow velocity in vivo such as electromagnetic induction [1], ultrasound particle image
velocimetry [2], nuclear magnetic resonance [3], and optical techniques [4].
Among optical techniques, laser Doppler velocimetry has been widely used for this application.
This measurement technique exploits the Doppler effect occurring when a particle backscatters
an electromagnetic wave while moving away (or towards) the detector. As a consequence, the
frequency of the reflected wave is shifted. The combination of the backscattered wave with the
source wave gives rise to a beat frequency known as Doppler frequency, which is a signature of
the velocity of the moving diffusive particle.
This well-established technique is usually implemented with a laser focused at the desired
measurement point but it can also be implemented with two crossing laser beams in a dual-beam
configuration. In 1972, Feke and Riva [5] were the first to successfully report laser Doppler
velocimetry for in vivo blood flow velocity measurement in human retinal vessels. In its initial
implementation, laser Doppler velocimetry gave rise to a single measurement point. Systems to
access a larger measurement field were developed, as the device reported byAkiguchi [6] involving
a fiber array to measure both 2D and 3D flow velocity distributions in mouse mesenteric vessels.
Another technique related to Doppler effect is the laser intra cavity feedback interferometry [7].
It is based on the optical feedback effect occurring when a part of the light emitted from a laser is
backscattered on an external target to reenter the laser cavity. In this case, the laser acts both as
the emitter and the detector, the feedback signal being mixed with the emitted signal thanks to
the laser nonlinearity. Amplification and analysis of the laser junction voltage in the frequency
domain allows extracting velocity information.
Other optical techniques used to quantify blood flow velocity are particle image velocimetry
and laser speckle techniques. Particle image velocimetry involves optical microscopy and consists
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in following the motion of single particle in two successive images. The particle displacement
in the second frame relative to the particle position in the first one divided by the time-lapse
between the two exposures results in the particle velocity. The displacement of the particles
is determined using a two-dimensional cross-correlation between the two images. Using this
technique, Schmid-Schoenbein and Zweifach [8] successfully measured red blood cell velocity
profiles in arterioles and venules of a rabbit omentum. Laser speckle techniques use coherent
light diffused on a moving target presenting irregularities at the scale of the wavelength used. If
the diffusive particles displace uniformly, this results in an interference pattern fluctuating at a
frequency related to the particles velocity. This technique has been applied since the early 2000s
to obtain blood flow imaging. Recently, Nadort, Woolthuis, van Leuwen and Faber [9] reported
an investigation on the relation between scattering particle size and blood flow velocity for laser
contrast imaging and successfully used this technique to image human sublingual microcirculation.
Acoustic resolution photoacoustic Doppler velocimetry is an emerging technique consisting in
the formation of sound waves following light absorption in matter. Tissue illumination using a
pair of laser pulses separated by a time-lapse produces a pair of acoustic waves emitted by red
blood cells. These acoustic waveforms are shifted with respect to each other due to the motion of
red blood cells. The resulting time-shift is linked to red blood cells velocity. Chen, Xie, Carson,
Wang and Guo [10] implemented photoacoustic correlation spectroscopy for in vivo flow speed
measurement in capillaries of a chick embryo model.
Among the previously mentioned techniques, particle image velocimetry and laser Doppler
velocimetry feature increased spatial and time resolution performances. However, particle image
velocimetry is hardly amenable for blood flow measurement in vivo as visible light is widely
absorbed by biological tissues and as it is difficult to track single cells in blood flow. The major
limitation of this technique is the limited depth of focus of the microscope objective resulting in
the imaging of thin planes. Thanks to an increased penetration depth through biological tissue
in the near infrared spectral range, laser Doppler velocimetry reports several applications for
blood flow velocity measurements in vivo. However, these applications are still restricted to
superficial vessels at millimeter range depth in tissue with no access to deeper blood vessels.
A way to overcome this limitation is to perform intravascular measurement by inserting the
fiber directly into the vessel of interest. Scalise, Steenbergen and Mul [7] reported intra-arterial
blood flow velocimetry using self-mixing feedback in a laser diode. The use of a fiber with a
convex lens-like tip has been investigated by Tajikawa, Ishihara, Kohri and Ohba [11], but only
to measure red cell suspension flow velocity. Influence of the insertion angle was investigated
in this work and it was shown that laser Doppler velocimetry was not effective for an angle of
0° corresponding to the fiber pointing in the same direction as the flow. An explanation to this
observation is the location of the measurement point in the wake flow disturbed by the fiber. In
this study, optimal insertion angles were considered to be 50° and 180°. However, no in vivo
intravascular application of laser Doppler velocimetry has been performed yet.
Laser wavelengths belonging to the NIR-II spectral range (1000 – 1700 nm) have been already
used for laser Doppler velocimetry mainly for high-speed measurements. Strand [12] used a
1550 nm fiber laser to measure the velocity of a target moving at 1000 m/s. Bai [13] proposed a
theoretical model for Doppler velocity measurement using mode-locked lasers. Their approach
was then applied to velocity measurements around 20 m/s with a 1064 nm laser. Blood flow
velocity measured using Doppler ultrasound was reported in literature around 13 cm.s−1 for the
brachial artery and around 7 cm.s−1 for the basilic vein [14]. To our knowledge, laser operating
in the NIR-II spectral range have not been implemented for blood velocity measurements
corresponding to such ranges of velocities yet. The advantages of using telecom lasers for
Doppler velocimetry are the single mode spectrum quality and the frequency stability they
provide. Another advantage is the low noise amplitude provided by medium power telecom
lasers. Moreover, these devices are widespread and affordable and a variety of compatible fibered
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components can be integrated to the measurement system together with the laser. Previous
reported experimental setups require the use of optical components such as lenses or dual beam
splitters to implement laser Doppler velocimetry measurements. This is mainly due to the use
of laser diodes emitting a diverging beam. Using a telecom laser, we propose a compact and
completely fibered setup, taking advantage of the availability of fibered components for this
specific working wavelength. Our setup is very easy to implement and no optical adjustment is
required.
The objective of this work is to investigate the possible measurement of blood flow velocity
intravascularly in a configuration where a fiber is pointing in the same direction as the blood
flow in order to meet requirements of conventional venous catheter insertion procedures. A
first step towards this practical use consists in investigating a system where a fiber is embedded
inside a needle and inserted into a fluidic channel where it is subjected to a flow of whole
blood, and pointing in the flow direction. For this purpose, we elaborated a fibered and compact
setup implementing a 1537 nm telecom laser and a fibered circulator for measurement of blood
flow velocity. Two homemade ball lens-ended fibers and a commercial conical lens-ended fiber
inserted in a fluidic chip were used for laser Doppler velocimetry on a microbead suspension
flow as a first step, and then successfully tested when flowing donor whole blood.
2. Experimental setup and methods
2.1. Laser Doppler velocimetry system
Ball lens-like fiber tips were manually fabricated using a Fujikura FSM-100P fiber splicer on
commercial standard optical fibers (SMF28 fiber). Adjustments in the splicer parameters allowed
us to obtain hemispherical lenses with variable radius of curvatures (see Fig. 1(a) and Fig. 1(b)).
We will refer to Fiber A as the fiber with higher radius of curvature (Fig. 1(a)), which was
optically measured at 123 µm, and to Fiber B, the one with an intermediate radius of curvature
(Fig. 1(b)), which was optically measured at 72 µm. The diameter of the fiber is 125 µm. The
third type of fiber we used in our experiments is a conical lensed tip fiber (CXFiber) that we will
refer throughout the manuscript as Fiber C. The radius of the lens is 10 µm with a fiber diameter
of 125 µm (see Fig. 1(c)).
The setup principle consists in combining the reference beam with the beam backscattered
by the particles in the moving fluid. A monochromatic beam emitted by a single mode 20 mW
telecom DFB laser (Mitsubishi FU-68PDF, λ= 1537 nm) was used as a reference beam. The
laser bias was 120 mA, which corresponds to 16.5 mW output power. The laser feeds an optical
circulator allowing the separation of the reflected power from the transmitted power. The output
port of the circulator goes through a photodiode (Thorlabs FGA04) loaded on a 1 kW resistor.
The voltage signal collected on the resistor is then amplified using a low noise amplifier based
on an AD797 chip, and measured on a spectrum analyzer (Tektronix RSA306). This setup is
depicted in Fig. 2.
The optical power collected on the photodiode is the combination of a reference signal reflected
directly at the fiber end due to the refractive index mismatch between silica and liquid, and
another signal resulting from the backscattering of the optical beam by the microbeads or the
blood cells in the liquid. These two signals are mixed by the photodiode quadratic response and
the resulting beat frequency is observable on the electrical spectrum. The advantage of such a
setup lies not only in its simplicity but also in the fact that the delay between the reference signal
and the backscattered signal is very short, which naturally eliminates any possible detection of
the laser frequency noise. Because of the very low relative intensity noise of the laser, in the
range of −160 dB/Hz at the offset frequencies of interest in this experiment, the measurement
noise floor is determined by the detector parameters, which are the photodiode quantum noise
and the resistor thermal noise.
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Fig. 1. Images of the three different fiber tips used for the experiments carried out. Scale
bars corresponds to 100 µm. a Fiber A with higher radius of curvature. b Fiber B with
intermediate radius of curvature. c Fiber C with conical lensed tip.
The output of the spectrum analyzer is the power spectral density as a function of the frequency.
Doppler effect results in a peak in the power spectral density at a specific frequency known as
Doppler frequency which is linked to the backscattering particle velocity y the following relation:
fD =
2 n cos(θ)
λ
v (1)
with v, the velocity of the backscattering particle, λ the wavelength of the incident light beam, θ
the angle between the propagation direction of the light and the particle movement direction and
fD the Doppler frequency. This simplified relation is valid in the case of identical targets moving
in a uniform way at the same velocity without multiple scattering effect. In our case the angle is
assumed to be Θ= 0° as the fiber is centered in the fluidic channel where flow is laminar.
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Fig. 2. Schematic representation of the compact experimental fibered setup for laser Doppler
velocimetry measurements. a Schematic representation of the optical setup. b Schematic
representation of the fluidic setup. The insert presents a picture of the fluidic chip at the
center of which the optical fiber is introduced via a needle with an orientation parallel to the
flow direction.
2.2. Fluidic chip
Afluidic chip made of polydimethylsiloxane (PDMS)was fabricated to flowmicrobead suspension
and whole blood for velocity measurements. A microchannel of 3× 3 mm square cross-section
was designed to mimic a basilic vein (see Fig. 2(b)). The PDMS channel was bonded onto a glass
slide. A 1.3 mm diameter lateral opening connected to the channel was conceived to allow the
insertion of the optical fiber as it could be performed in the lumen of a catheter. In practice, the
optical fiber was glued inside a needle for an easier insertion into the PDMS chip. Once fixed,
the optical fiber went out of the needle over approximately 1 cm to avoid perturbations induced
by the needle. The lateral opening allowed the insertion and centering of the fiber into the fluidic
channel where, according to Poiseuille laminar flow, the fluid velocity is maximal.
The fluidic chip was connected to a peristaltic pump (Thermo Fisher Scientific) with appropriate
tubings and connectors to flow solutions in closed loop. The flow was established in the same
direction as light propagation, i.e. the fiber was positioned upstream, or in the opposite direction
of light propagation, i.e. the fiber positioned downstream. All our measurements were performed
at four pump rotation speeds which were 23, 35, 50 and 60 rpm respectively. The way in which
tubings are connected to the pump may cause flowrate variations from one experiment to another
and it does not represent an accurate system to achieve high repeatability between experiments.
Even if the pump does not exhibit high stability and precision in terms of flowrate, we chose this
system considering the range of flow velocities we aimed and as a means to establish a first proof
of concept of the laser Doppler velocimetry system we propose.
3. Laser Doppler velocimetry of microbead suspension
3.1. Estimation of flow velocity at the center of the channel using Poiseuille law
Experimentswere conducted on amicrobead suspension composed of an homogeneous suspension
of melamin resin microbeads of 6 µm in diameter (Fluka) at a concentration of 1.107 per mL
of solution, namely 0.18% mass concentration in a solution of Dulbecco’s phosphate-buffered
saline (DPBS) (Gibco) with 0.1% triton X-100 (Sigma). An overnight incubation of bovine
serum albumin (BSA) (Sigma-Aldrich) diluted in PBS was performed in the fluidic chip to avoid
adhesion of the beads onto the walls of the channel.
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Considering PBS a Newtonian fluid and the flow in the channel laminar, we assumed that the
microbead suspension follows Poiseuille law to obtain an estimation of the velocity at the center
of the channel. In this case, a maximal flow velocity Vmax occurs at the center of the channel
where the fiber is immersed. The average velocity in the channel Vaverage can be estimated using
the following relation:
D = Vaverage S (2)
where D is the volumetric flowrate and S the cross-section of the channel, which is 9 mm2 in
our case. We assume that a parabolic velocity profile is occurring in the channel. In this case
the maximal velocity at the center of the channel is twice the average velocity, leading to the
following relation:
D =
1
2
Vmax S (3)
By measuring the PBS volume flowing through the fluidic chip during 1 minute, we could
estimate the fluid velocity value at the measurement location for the four pump rotation speeds
we used for all the following experiments. As water density is approximately 106 higher than the
melamine’s one, we assume that microbeads are following the flow dynamics. Corresponding
theoretical Doppler frequencies were calculated using the relation mentioned in section 2.1 by
taking the refractive index of PBS for λ= 1550 nm at n= 1,350 as reported in literature [15].
Table 1 summarizes the theoretical Doppler frequencies corresponding to the estimated speeds at
the center of the channel for each pump rotation speed. Errors take into account uncertainty in
measurements performed to obtain the estimation (flowrate D, cross-section of the channel S).
Table 1. Measured flowrate, estimated velocity using Poiseuille law, average velocity extracted by
PTV and related Doppler frequency for the four pump rotation speeds used
Pump rotation
speed (rpm)
Flowrate D
(mL/min)
Vmax (cm/s)
(Poiseuille)
PTV velocity
(cm/s)
Doppler frequency fD (kHz)
(based on Vmax)
23 36± 1 13± 3 16± 1 234± 47
35 56± 1 21± 4 20± 2 364± 69
50 82± 1 30± 5 29± 2 533± 99
60 100± 1 37± 7 31± 3 650± 126
3.2. Particle tracking velocimetry
In order to obtain a reference value of the fluid velocity at the center of the channel, particle
tracking velocimetry (PTV) was performed in the same fluidic chip as the one used for laser
Doppler velocimetry. The principle of this imaging method is to track the motion of a single
particle on two successive images of an image sequence and to deduct the particle speed knowing
the pixel size and time lapse. The microbead suspension composition was identical as the one
previously described in section 3.1 with a reduced concentration of 2.106 microbeads per mL
corresponding to 0.03% mass concentration. The peristaltic pump was used at identical rotation
speeds to flow the microbeads suspension in closed loop. Microbeads are functionalized with
fluorescein isothiocyanate (FITC) with excitation and emission peak wavelengths of 495 nm and
519 nm respectively. An inverted spinning disk (Yokogawa) fluorescence microscope (Leica) was
used to image the microbeads at the center of the fluidic channel. A 5X magnification objective
was used to obtain the widest field of view. The acquisition rate was set at 1000 frames per
second.
Image sequences allowed tracking the motion of single microbeads on several successive
images and subsequently calculating the flow velocity for the different pump rotation speeds
considered. The objective of an inverted microscope was positioned under the PDMS channel
and imaging was performed through the glass slide. A micropositioner was used to move the
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objective in the vertical axis and focus at the center of the channel. Results for each pump
rotation speed are presented in Table 1 (see section 3.1). Taking into account the dispersion of
the measurements and the precision of the analytical estimation, PTV results are consistent with
the estimation of Vmax obtained from flow measurement and Poiseuille law.
3.3. Laser Doppler velocimetry
Experiments were conducted for each pump rotation speed with the three different fibers presented
in section 2.1 pointing in the flow direction. A reference signal was recorded by turning on the
laser and turning off the peristaltic pump resulting in the illumination of a steady fluid. The
measurement was performed using the spectrum analyzer with an accumulation over 50 spectra
to collect enough backscattered light events to achieve a representative measurement of velocity
range at the measurement location. The signal obtained when using Fiber B with intermediate
radius of curvature is presented in Fig. 3. For each flow condition, the power spectral density is
high between 10 kHz and 100 kHz before decreasing progressively to merge with the reference
signal. The frequency at which the spectrum and the reference signal cannot be discriminated
is called the cut-off frequency. This cut-off frequency increases proportionally with the pump
rotation speed. This observation reveals that this value possibly translates the occurrence of
Doppler effect inside a non monokinetic fluid flow. This particular Doppler behavior has already
been observed by Feke and Riva [5] when performing laser Doppler velocimetry on a microbead
suspension flowing through a glass capillary of 200 µm in diameter using whole flow illumination.
Fig. 3. Power spectral density recorded when using Fiber B on a microbead suspension.
Light propagation and flow are in the same direction, i.e. the fiber is positioned upstream.
Research Article Vol. 10, No. 11 / 1 November 2019 /Biomedical Optics Express 5869
The flat portion of the spectrum may be attributed to a range of frequency shifts corresponding to
the continuous range of velocities exhibited in the parabolic Poiseuille profile. Tajikawa, Ishihara,
Kohri and Ohba [11] observed a similar spectrum behavior in a configuration closer to the one
we present in this work. We believe that in our configuration, the flat portion of the spectrum
corresponds to a range of velocities and movement directions inside the volume probed by the
laser light. This distribution of velocities and trajectories can be possibly caused by the fiber
itself which locally disturbs the laminar Poiseuille flow. The cut-off frequency is thus assumed to
correspond to the maximal velocity of the microbeads inside the probed volume.
The cut-off frequencies for Fiber B when positioned upstream are 266± 50 kHz, 389± 50 kHz,
539± 50 kHz and 656± 50 kHz for pump rotation speeds of 23, 35, 50 and 60 rpm respectively.
Taking into account the uncertainty on the estimations (see Table 1), measured cut-off frequencies
are consistent with the expected Doppler frequencies calculated using a velocity Vmax given
by a Poiseuille flow. The corresponding extracted maximal velocities are 15,1± 2,8 cm.s−1,
22,1± 2,8 cm.s−1, 30,6± 2,8 cm.s−1 and 37,3± 2,8 cm.s−1. These values are in reasonable good
agreement with the values obtained by particle tracking experiments. Similar spectra were
obtained when using Fiber A and Fiber C. For the three different fibers, the cut-off frequencies
for the different pump rotation speeds increase linearly with Vmax estimation as shown in Fig. 4.
The linear regression slopes values extracted from measurements are comprised between 14 and
16, which is in agreement with the theoretical slope calculated using the formula introduced in
section 2.1. with θ = 0°,
theoretical slope =
2 n
λ
= 17, 56 (4)
Fig. 4. Linear evolution of the cut-off frequencies as a function of Vmax for each pump
rotation speed, for the three different fibers positioned upstream. The data points are from
the experimental measurements and the curve is a linear fit. Correlation coefficients and
slopes from the linear regression analysis are reported on the chart.
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With n= 1,35 for PBS and λ= 1537 nm, the wavelength of the laser.
The three different fibers exhibit the same coefficient of proportionality between the cut-off
frequency and the maximal fluid velocity.
Measurements were also performed without averaging various measurement points. When
observing in live the spectrum analyzer display, the traces revealed clear peaks in the power
spectral density spectrum (Fig. 5). These power spectral density peaks correspond to expected
Doppler peaks for a single moving object at a well defined velocity. We thus attribute these
peaks to the instantaneous velocity measurement of a single moving microbead inside the volume
probed by the laser spot. For successive data acquisitions at a given pump rotation speed, the
frequency of the observed peaks changes, revealing the distribution of velocities and directions
of a population of microbeads inside the probed volume. By averaging several measurement
points and thus increasing the measurement time, the overlay of all these peaks gives rise to a
large band as observed in Fig. 3.
Fig. 5. Signal obtained without accumulation over several spectra when using Fiber C in
the opposite direction of the flow, i.e. the fiber is positioned downstream. Red arrows denote
the peaks attributed to the instant Doppler peaks of single microbeads.
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4. Laser Doppler velocimetry in whole blood
4.1. Estimation of flow velocity at the center of the channel using computational fluid
dynamics
Blood is a complex fluid composed of a mixture of proteins and water termed as plasma and
different cell types called hematocytes. As a consequence, blood is a non-Newtonian fluid with
a non-constant viscosity dependent on shear stress to which Poiseuille law is not appropriate
for fluid dynamics determination. We performed fluidic simulations using ANSYS Fluent®, a
computational fluid dynamics (CFD) software to estimate the maximum velocity at the center of
the fluidic chip in the presence of the fiber which disturbs the flow. The 3mm square cross-section
fluidic channel and fiber geometries were designed on the software. The fiber of 125 µm in
diameter was centered in the channel. The three types of lenses were designed as follows:
139 µm diameter ball, 133 µm diameter ball and 125 µm diameter basis and 100 µm height cone
supporting a lens of 10 µm radius (see Fig. 1). The body fiber length is 5mm in order to allow
full development of the flow upstream from the lenses. In the same way, the channel downstream
from the lens was designed with a length of 5mm to allow flow stabilization.
The blood flowing in the channel was modeled as a non-Newtonian fluid with a density of
ρ= 1050 kg.m−3 [16]. The solid material corresponding to the walls of the channel was modeled
as PDMS with a density set to ρ= 0.97 kg.m−3. The model used for simulations was viscous
laminar. The viscosity follows a non-Newtonian power law to model blood fluid dynamics.
The parameters of power law index, consistency index, minimum and maximum viscosity limit
were taken from the literature [17]. A non-uniform meshing was generated by the software
(ANSYS Meshing). The boundary conditions at the inlet and outlet were set to a mass flowrate
determined according to the blood density and the flowrate measured for each pump rotation
speed. Simulations at each targeted flowrate allowed to extract corresponding maximal velocity
values at the center of the channel (see Table 2) where the flow is fully developed when the fiber
is placed upstream. Corresponding theoretical Doppler frequencies were calculated according
to the relation introduced in section 2.1 using the refractive index of whole blood n= 1,3456
reported in literature for λ= 1550 nm [18].
Table 2. Summary of the measured flowrate used for inlet conditions in fluidic simulations with
extracted maximal velocities in the center of the channel for each pump rotation speed and
corresponding Doppler frequencies
Pump rotation speed (rpm) Flowrate (mL/min) Velocity (cm/s) Doppler frequency fD (kHz)
23 40 12,9 226
35 60 17,7 310
50 88 25,2 441
60 114 31, 9 559
Computational fluid dynamics were used to investigate flow disturbance induced by the
different fiber types positioned upstream or downstream in the channel. Geometries of the three
different fibers were designed using the computer-assisted design unit of the software. The
stabilization distance of the flow from the end of the lens for each of the different flowrates were
studied. Simulations showed that the different lens tip geometries do not have an impact on flow
disturbance. Figure 6a to Fig. 6d shows 2D maps of the velocity modulus in a plane horizontally
centered in the channel for inlet flowrates corresponding to the four pump rotation speeds in the
case of Fiber B positioned upstream. In each case the typical dimension of the region where the
velocity is reduced by the presence of the fiber is 3mm. Beyond a distance of 3mm, the flow is
stabilized as it can be observed in Fig. 6a to Fig. 6d. This 3mm stabilization distance is identical
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for the three different fibers and for the different flowrates investigated as long as the fiber is
positioned in the direction of the flow, i.e. upstream.
Fig. 6. Velocity magnitude map in a plane horizontally centered in the fluidic channel in
the case of Fiber B positioned upstream for each pump rotation speed. The scale bar is 1mm
and the arrows points flow direction, which is the same on the four images. a) Velocity
magnitude map at 23 rpm. b) Velocity magnitude map at 35 rpm. c) Velocity magnitude
map at 50 rpm. d) Velocity magnitude map at 60 rpm.
4.2. Laser Doppler velocimetry
Blood samples from healthy donors collected in ethylenediaminetetraacetic acid (EDTA) tubes
were supplied from the EFS-Toulouse (Etablissement Francais du Sang in Toulouse, France). We
mixed blood samples from three donors to reach the necessary volume (3 times 8mL) to perform
experiments.
In the same way as described in section 3.3, experiments were conducted at each pump rotation
speed with the three different fibers presented in section 2.1 pointing in the flow direction (fiber
positioned upstream). A reference signal was recorded by turning on the laser and turning
off the peristaltic pump resulting in the illumination of a steady fluid. The measurement was
performed using the spectrum analyzer with an accumulation over 50 spectra. The average
spectrum obtained when using Fiber A upstream and downstream presented in Fig. 7(a) and
Fig. 7(b) respectively, are very similar as the one obtained for a suspension of microbeads in
PBS. A clear cut-off frequency can be observed allowing the extraction of a maximal blood flow
velocity in the center of the fluidic channel.
Recorded power spectral densities exhibit similar behaviors in upstream and downstream
measurements. Cut-off frequencies extracted in the case of downstream measurements are higher
in comparison with the ones extracted in the upstream case for equivalent pump rotation speed
conditions. This is due to different fluid dynamics at the vicinity of the fiber tip for the two
different configurations. Fluidic simulations showed that the typical distance of the region where
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Fig. 7. Power spectral density recorded when using Fiber A on whole blood. Light is
pointing in the flow direction, i.e. the fiber is located upstream.
the velocity is reduced by the presence of the fiber is 2mm in the case of downstream positioning
of the fiber, which is shorter than the result obtained for upstream positioning, evaluated at 3mm
(see section 4.1.). Fluidic simulations also showed that maximal flow velocities at the fiber
tip vicinity are higher in the case of downstream positioning of the fiber, which explains the
extraction of higher cut-off frequencies from the experimental measurements. Foreseeing the
final intravascular blood flow velocity measurement application, we focused on the upstream
positioning of the fiber required for a practical insertion of the fiber via a conventional catheter.
The cut-off frequencies for Fiber A when positioned upstream are 314± 50 kHz, 426± 50 kHz,
680± 50 kHz and 835± 50 kHz for the pump rotation speeds of 23, 35, 50 and 60 rpm respectively.
In the case of Fiber A, cut-off frequencies exceed between 40 and 50% the theoretical Doppler
frequencies calculated based on estimated maximal velocities in the channel (see Table 2). The
corresponding extracted maximal velocities at the center of the channel are 17,9± 2,8 cm.s−1,
24,3± 2,8 cm.s−1, 38,8± 2,8 cm.s−1 and 47,7± 2,8 cm.s−1. Similar spectra were obtained using
Fiber B and Fiber C. A major result obtained when using the three different fibers is the linearity
of the cut-off frequencies increase with Vmax at each pump rotation speed as it can be seen
in Fig. 8. Depending on the fiber used, the linear regression slopes are measured between 13
and 28 showing deviation from the theoretical slope calculated using the formula introduced in
section 2.1. We assess that the differences in values extracted from measurements in comparison
to simulation estimations and theoretical linear regression slopes are due to blood complex
composition where additional events such as multiple scattering are occurring. In this case, the
radius of curvature of the lens seems to influence the measurement as we can clearly identify a
different trend of the linear regression for each fiber used (see Fig. 8). This result is in contrast
with the one obtained in the case of a diluted microbead suspension, where the three fibers
exhibited the same linear dependence and may indicate that, in whole blood, multiple scattering
events affect significantly laser Doppler velocimetry measurements.
As a summary of experimental data collected through this work, extracted maximal velocities
for each fiber in the different flow conditions on microbead suspension and whole blood are
presented in Table 3. For all reported values, measurement uncertainty on the cut-off frequency
is 50 kHz yielding to a measurement uncertainty of 2,8 cm.s−1 for the corresponding velocity.
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Fig. 8. Linear evolution of the cut-off frequencies as a function of Vmax for each pump
rotation speed, for the three different fibers positioned upstream. The data points correspond
to the experimental measurements and the curve is a linear fit. Correlation coefficients and
slopes from the linear regression analysis are summarized on the chart.
Table 3. Extracted maximal velocities for each fiber in the different flow conditions on microbeads
suspension and whole blood
Microbeads suspension Whole blood
Pump rotation speed (rpm) Cut-off frequency (khz) Vmax (cm/s) Cut-off frequency (khz) Vmax (cm/s)
Fiber A 23 269 15,3 314 17,9
35 454 25,8 426 24,3
50 551 31,3 681 38,8
60 691 39,3 835 47,7
Fiber B 23 267 15,1 317 18
35 389 22,1 401 22,8
50 539 30,6 514 29,2
60 656 37,3 711 40,4
Fiber C 23 292 16,6 267 15,1
35 444 25,2 384 21,8
50 494 28,1 486 27,6
60 668 38,0 534 30,3
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5. Conclusion
The three investigated fibers with different lens radius of curvature exhibited similar power spectral
density profiles characterized by a plateau at high spectral density then decreasing abruptly at
a specific cut-off frequency. The plateau corresponds to the range of velocities and directions
of particles disturbed by the fiber within flow and the cut-off frequency represents the maximal
velocity detected inside the probed region. Cut-off frequencies of each fiber showed excellent
linearity with the maximal velocities estimated in the channel. In the case of the microbead
suspension flow measurement, extracted velocities are in good agreement with Poiseuille law and
Particle tracking velocity estimations. Slope values of the linear regressions are in agreement
with the theoretical slope calculated using PBS refractive index and laser wavelength. Regarding
blood flow measurement, extracted maximal velocities values are up to 50% higher than the ones
estimated using fluidic simulations based on non-Newtonian power law. As it can be observed in
the deviation of linear regression slopes extracted from measurements with theoretical values,
the Doppler formula introduced in section 2.1 which links the Doppler frequency to the particle
velocity is not adequate in the case of blood. This discrepancy in whole blood can be attributed to
light multiple scattering events due to the large concentration of moving particles with different
size ranges found in this complex fluid. Doppler shift of a multiple scattered source is described
as a superposition of individual scattering events [19] resulting in an increased measured velocity.
In our case, we observed that the higher the radius of curvature, the higher the measured cut-off
frequencies. For higher tip radius, we hypothesize that higher volumes of liquid are sensed
increasing the occurrence of multiple scattering events. Despite this observation, extracted
cut-off frequencies evolve linearly with velocity estimations proving that this setup can be used
to detect relative flow velocity variations or to perform absolute velocity measurements using
the appropriate calibration. This work is a proof of concept of the feasibility of in situ blood
flow velocity measurement in a velocity range which is consistent with blood flow velocities
reported for veins and arteries. Results obtained in this study show that the described system has
great potential in clinical routine as a tool for intravascular monitoring of blood flow velocity.
Moreover, the integration of a telecom laser in the system allows obtaining a low-cost and portable
setup.
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